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RALS System Updates
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1 Ability to send firmware file updates remotely to Afinioml@vicesusing the NewJser Interface
Firmware page

1 Updated theinterpretation of the cartridgeand control material expiration date sent to RALS from the
device An expiration date sent to theeglice agx & 8YeYee A & Y 2 4 asih¢ ass day afifBel S R
specified month. For examplé,H srwé A& AYGSNINSEGISR &4 AHAHM

Addednew Device Configuration Settintgsinclude Firmware Update Options:

1 Automatic Updates
M Automatic Restart

Firmware Update Options

[] Automatic Update [] Automatic Restart

Roche Acuchek® Inform IModule Update
w! [ {n con { tfygrthe fBIBWIng:a dzLJLJ2 NJ

1 Message header functionality that was released with Inforfinrfiware version 04.03.00If users
intend to upgrade Inform Il devices tiirmware version 04.03.0@n update toRALS version 6.0 sp8 is
required.

9 Addedability to upgrade Inform Il device firmwausing the New User Interface Firmware page.

Siemens epoc® Blood Analysis System Module Update
W [{un con {ty | RR& &dzLJL2 NI F2NJ 0KS F2ff2gAy3ayY

9 Ability for RALS to send operating system (OS) files remotely to epoc deepas NXS model only
1 Added ability to upgrade epoc device firmware using the New User Interface Firmware page.
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RALS System Updates

Quidel® Triage® Meter Pro Modulipdates
w! [{n con {ty FRR& &adzLJL2NI F2N) G§KS F2tft2gAy3Y

9 Replaced the Biosite_ TMSI_Lib.dll file in the RALS installation with the new version of
Biosite_ TMSI_Lib.dll (5.4.6.00his file is used to poll the devieed supporslj dZSNE Ay 3 2 F
resuli ' yR aSddGAy3a 2F GKS RSOAOSQa | aSNI[Aald Ity

FileBased Learning Management System (LMS) Integration

w! [ {n con {t vy LdarRilyManagkndnizSisiem @2 Integratiomeaaing a .csv filstored by
the LMS and retrieved from the RAde8ver The process will be set to run automaticalyery dayat a
specified time of dayRALS will updateperator device certification exam dates based on the information
received.

-H Operators / Unsaved View Q_ Operator
8
ACTIVE =|m =| roLE = | HOMELOCATION = | DEVICE TYPE =} Exam DATE 4 =| noTES =
D v 38336 POCC Room 2 (Memorial Ho... 0 Pregnancy 3/10/2021
E v 41945 Devices Operator Room 2 (Memorial Ho... o Pregnancy 3/10/2021
v 43810 Devices Operator Room 2 (Memorial Ho... o Pregnancy 3/10/2021

o.. %]

% v 46353 Devices Operator Room 2 (Memorial Ho... 0 Pregnancy 3/10/2021
ﬂ g v 46801 Devices Operator Room 2 (Memorial Ho... o Pregnancy 3/10/2021
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RAL3BNew User InterfacéJpdates

DeviceConfiguration

w! [ { © @rdvidesthepgrmanent replacementf Device Configuratiopageto the NewUser Interface

(Ul format This page will be accessible in either the embedded view, shown below, or when logged directly into
the new user interface.

RALS SYSTE M All Institutions — Carver Karen Settings Help Logout a Abbott L

lSlrﬂtus Results HEUTSEN Consumables Operators Locations Tasks Administration eQuiz

Device Managemen Devices (New]) Device Configuration

Device Configurations / Device Configurations © ] C &

v System Views

> Shared Views NAME = | pEVICE TYPE 4= | DEFAULT = | INsTITUTION =|
v My Views Memoarial 1 ACCU-CHEK® Inform Il Memorial Hospital
Device Configura... } Mew Name Afinion™ Memorial Hospital
Afinion Afinion™ Memorial Hospital

CAH Epoc epoc® Host Carver's Awesome Ho...
NoveMem1 Nova StatStrip® GLU Memorial Hospital

CAH Adult Default Mova StatStrip® GLU Carver's Awesome Ho...

All device configuration settings remain the saasein the current Silverlight (linless notedn this documert
see Afinion 2 abovegnd will be carried forwartb the New Ul upon upgrade

AFDSRELOBV1.0 | Pagdofl4 | March 23, 2021
Abbott Rapid Diagnostics Informatics, Inc. (AREp¢matics)
2000 Holiday Drive, Charlottesville, 2001 | www.rals.com Abbott

© 2021 Abbott. All rights reservedAll trademarks referenced are trademarks of either the Abbott group of companies or their respective owners.


http://www.rals.com/

RALS

RAL3BNew User InterfacéJpdates

eQuiz

w! [ { © @rdvidesthe permanent replacement of the eQuiz Module pages to the New User Interface (Ul)
format. This page will be accessible in either the embedded view, shown below, or when logged directly into the
new user interface.

All Questions crated in the current Silverlight Ul will be carried forward to the New Ul upon upgrade.

RALSk SYSTEM All Institutions — Carver Karen Settings Help Logout a Abbott

Status Resulis Devices Consumables Operators Locations Tasks Administratiun www.RALS.com

eQuiz Questions / Unsaved View 0 ] C 4

v System Views Active: Yes Institution: Memorial...

* All Active : ACTIVE = | NAME = | DEVICE.. = | INSTITUTION = | QUESTIO.. = | QUESTION ~
> Shared Views v Interpretation Pregnancy Memeorial Hospital True/False A positive pregnancy result is indicted by twe
> My Views v Interpretation Pregnancy Memorial Hospital True/False A negative pregnancy result is indicated by ol
v Interpretation Pregnancy Memorial Hospital Multiple Choice Avred line at the Test region and no red line &
" . - If an invalid result occurs, you must review th
v Policy Pregnancy Memorial Hospital True/False

All Quizzes created in the current Silverlight Ul will be carried forward to the New Ul upon upgrade.

RA Ls SYSTEM All Institutions - Carver Karen Setlings Help Logout a Abhott

Status Results Devices Consumables Operators lLocations Tasks Administration www.RALS.com

| Assignments m Questions

eQuiz Quizzes / Memorial Hospital Quizzes Quiz

v System Views

¥ All Active : Active: Yes Institution: Memorial...

> Shared Views ACTIVE = | NAME 4 — | DEVICE TYPE = | INsTITUTION = | EXPIRATION.. = | ASSIGNMENT TYPES
v My Views v Clinitek Status Competency 2021  Clinitek Status Memorial Hospital Home Locations
Memorial Hospit... v ID NOW Competency 2021 Abbott ID NOW™ Memorial Hospital Home Locations
Memorial Hospit... v Inform |l Competency 2021 ACCU-CHEK® Inform Il Memorial Hospital Home Locations
Memorial Preg Q... v iSTAT Competency 2021 -STAT® 1 Memorial Hospital Home Locations
v Pregnancy Competency Quiz 2021  Pregnancy Memorial Hospital 12/31/2021 Certification Expiration
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RAL3BNew User InterfacéJpdates

eQuiz(continued)
The current Silverlight Ul eQuiz Reports Page is now replacetheitiiew Ul Assignments Page.

Silverlight:
RALS SYST E M All Institutions - Carver Settings Help Logout a Abbott
Status Results Devices Consumables Operators Locations Tasks Administration m www.RALS.com
Manage Quizzes Manage Questions Assigned Quizzes

Device Type | Mo Filter - I:‘ Expired Certifications Quiz All Quizzes -

Report Filter | No Filter - || Expiration Date Range |02/01/2021 ‘ f8 T | 02/28/2021 |i Assigned Location | All Locations -

Operator Search 3 = Months Back for QC Results Home Location All Locations bl
Apply Quiz Results Add Certification Edit Certification Clear Quiz Lockout Add Note  Manage Filters & R %0

Operator Operator ID Home Location Institution Device Type Certification Expiration ~ Quiz Mame Quiz Date Pass/Fail ~ Quiz Score  # Quiz Atte

A. Black 511 AG-ERL THHED ACCU-CHEK® Inform II 08/15/2018 Inform II Comp 1 0 -

A. Black 511 AG-ER1 THHBED ACT Plus 08/15/2018 1 08/15/2017 « 100% 1 -

A_Blaclk 211 AC_FD1 THHREN ACCLLCHEKE Tnfoarem T1_N271 50201 MAS Tnfarm 1T 3018 n

New UIReplacement:

RA LS SYSTE M All Institutions - Carver Karen Settings Help Logout a Abhott

Status Results Devices Consumables Operators Locations Tasks Administration m www.RALS.com

Assignments | o/ Questions

eQuiz Assignments / Unsaved View Aq C

v System Views Institution: Memorial... & - Collapse Attempts
. . = = = _ —
4 All Assignments : ASSIGNMENT STATUS = | OPERATOR =| quiz = | pEVICE TYPE = | NsTITUTION = | NoTES A
All Attempts : > 0 Passed Abdul-Jawad Ibrahim (463.. Pregnancy Competen.. Pregnancy Memorial Hospital
% Shared Views > 0 Passed Alexander Timothy (38336) Pregnancy Competen.. Pregnancy Memorial Hospital
. P d i ; i

> My Views > 0 asse Allen Nicholas (46883) Pregnancy Competen.. Pregnancy Memorial Hospital
> 0 Passed Arbieto Nancy (41945) Pregnancy Competen.. Pregnancy Memorial Hospital
> e Not Started Armold Kaitlan (46354) Pregnancy Competen.. Pregnancy Memorial Hospital
> ﬁ Locked Bayzaee Victoria (43808) Pregnancy Competen.. Pregnancy Memorial Hospital

The Assignmentsagedisplays assignment statuguiz name, device type and Institution by default. Uselis
have many options for filteringdatay R &1 @Ay 3 (GKS FAfGSNI 2LJGA2ya +a
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RAL3BNew User InterfacéJpdates

eQuiz(continued)

New in RALS 6.0sp8 eQuiz, the user willltide to assigiguizzes to an individual operator or multiple operators
via bulk assignment.

The following table shosthe differences between Current and New Ul effuinctionality:

Silverlight Functionality (OLD)

New Ul Functionality

In progress quizzes can be saved for later

In progress quizzes can NOT be saved for later

Quizzes can only be assigned based on home locations
OR certification expiration dates

Quizzes can be assigned based on home locations,
certification expiration dates, AND/OR directly to a
specified operator

Only operators with access to all institutions can see
questions and quizzes for institution “All”

Operators with access to ANY institution with eQuiz
enabled will be able to see the quizzes and questions
for institution “All”

Questions and quizzes for institution “All™ are treated
as a separate category when selecting questions on a
quiz

If a question’s institution is “All”, the question will be
available for selection on all quizzes (regardless of the
quiz’s Institution)

Questions for device type “All” are available for
selection on all quizzes (with a matching institution)
except those for device type “None (General)”

Questions for device type “All” are available for
selection on all quizzes (with a matching institution)
regardless of the quiz’s device type

The logged in operator’s quiz assignments are
displayed on the Assigned Quizzes tab

A list of all operators in the system, their quiz
assignments, and attempt statuses are displayed on the
Reports tab

All guiz assignments and attempts are displayed on the
eQuiz Assignments data table

If the logged in operator does not have permission to
view or manage quizzes, they will only see their own
assignments

Default questions can be imported for Accu-Chek
Inform

Default questions cannot be imported

Assignment status is “Passed” or “Failed”
A separate field indicates if the assignment is locked

Assignments for expired quizzes are hidden

Assignment status can be:

Not Started
Passed
Failed
Locked
Expired

L
L
L
L
L
¢  Unassigned

Quiz names do not have to be unique

Quiz names must be unique
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RAL3BNew User InterfacéJpdates

Firmware

w! [ { © orovidesthe permanent replacement of tislverlightFirmwareUpdates pageto the New User
Interface (Ul) format. Tdnnew Firmwargage willONLYbe accessiblén the standaloneNEW Ublnd is NOT
available in Internet Exploréto accesshe standalone New Ul use Edge, Chrome, Firefox, or Babarserand
enter the IP address of your RALS server followed by f & ¢ ®  h@p2:MPR.BE67 8UMIIS >

Firmware / Firmware Q_ Firmware
v System Views
'.. i .
# All No Filters Applied
> Shared Views DEVICE TYPE = \ ADDED TIME = | VERSION = \ FILE NAME
km v My Views
>  epoc® Host 12/8/2016 3:25:49 PM 03.24.04a epoc.3.24.4a.upg
2 Firmware
> epoc® Host 11/20/2014 9:49:34 AM 03.18.05b epoc.3.18.5b.upg
B > epoc® Host 11/19/2014 9:50:41 AM 03.17.02a epoc.3.17.2a.upg
E > Nova StatStrip® GLU 6/23/2014 11:46:40 AM 04.04.08.32 StatStrip_4_4_8_32_en.h64
E > Nova StatStrip® GLU 6/23/2014 11:40:40 AM 04.04.08.32 StatStrip-K1_4_4_8_32_en.h64

Userswill still be able to addievice firmware upgrade files and schedule firmware upgrades from the New Ul
Firmware page.
New Firmware Functionality

1 Added support for firmware files up to 3.5GB

1 An upgrade schedule can be assigned to multiple institutions and/or locations. Previously, each
institution and location required a separate upgrade schedule

1 Added support for Afinion 2 firmware updatetarting with firmware 21.09
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RAL3BNew User InterfacéJpdates

Recertification Execution Details
w! [{un codn {ty LINRPGARSE& (KS A Fxkcitbr Detailand tah Seva&ebsetd i A 2 Yy 2

SY0o SRRSR ddértificatior (W gbvwe 2 NJ A MewdUlby ngvivatingao/Récertificatiorasid then
Executions

]

RecertificationrSummary is still available in the current Silverlight Ul.Néw UIRecertification Execution
detailsdisplaysExecution Time, Recertification Set Nameyice Type, Institution, Location Count, Number (of
operators)Recertified, Execution Type and ExeduByas defaults. This information is very similar to the
current SilverlightU Recertification Summary page

L1

ADSRELABV1.0 | Pag®ofl4 | March 23, 2021
Abbott Rapid Diagnostics Informatics, Inc. (AREp¢matics)
2000 Holiday Drive, Charlottesville, #2001 | www.rals.com Abbott

© 2021 Abbott. All rights reservedAll trademarks referenced are trademarks of either the Abbott group of companies or their respective owners.


http://www.rals.com/

